[Limits of exactness in dosing and sources of error with routine techniques in Co-60 teletherapy (author's transl)].
The routine techniques of dosing in Co-60 teletherapy are critically examined in view of radiobiological requirements. A comparison was made between data from the manufacturer and our own measurement results, and also between different conceptions of the reference depth for base measuring.